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Este estudo avaliou o papel dos tratamentos com plasma de oxidação eletrolítica (PEO) e plasma por 
descarga incandescente (PDI) quanto (i) ao comportamento eletroquímico, (ii) propriedades físicas, 
químicas e mecânicas e (iii) adsorção de proteínas pelo titânio comercialmente puro (Ticp). Discos de 
Ticp (15 mm × 2 mm) foram separados em 4 grupos (n=5) em função do tipo de tratamento de 
superfície. Superfícies polida e jateada com óxido de alumínio (Al2O3) foram consideradas controles. 
Para o ensaio eletroquímico, testes padrões foram conduzidos em saliva artificial (pHs 3,0; 6,5 e 9,0) 
para simular o ambiente bucal e solução de fluido corpóreo (pH 7,4) para simular o plasma 
sanguíneo. Testes de caracterização foram realizados, antes e após o ensaio eletroquímico, através 
da Microscopia Eletrônica de Varredura (MEV), Espectroscopia de Energia Dispersiva (EDS), 
Microscopia de Força Atômica (AFM), Espectroscopia Fotoeletrônica de Raios-X (XPS), Difratografia 
de Raios-X (XRD), Perfilometria, Microdureza Vickers e Energia de Superfície. A adsorção de 
albumina, fibronectina e fibrinogênio foi mensurada através do método do ácido bicinconínico. Os 
dados foram avaliados por meio da análise de variância e pelo teste Bonferroni (α=0,05). Os 
tratamentos com plasma mostraram melhor comportamento eletroquímico quando comparados aos 
controles por exibirem maiores valores de resistência à polarização (Rp) e menores valores de 
capacitância (Q) (p <0,05). A saliva artificial pH 3,0 mostrou os maiores valores de Q para as 
superfícies polida e jateada (p <0,05). Através das imagens de MEV e AFM foi observado que o grupo 
PEO mostrou superfície porosa e o grupo PDI exibiu superfície com estrias longitudinais. Na análise 
do XPS, foram identificados compostos a base de Ca e P na superfície do PEO e a base de Si na 
superfície do PDI. Superfície com estrutura cristalina foi encontrada no grupo PEO pela análise do 
XRD. Quanto a rugosidade de superfície, os grupos PEO e jateado apresentaram os maiores valores (p 
<0,05). O processo corrosivo não alterou os valores de rugosidade de superficíe. Os tratamentos com 
PEO e jateamento aumentaram os valores de microdureza Vickers quando comparados aos demais 
grupos (p <0,05). Após o processo corrosivo, houve tendência a redução da microdureza em todos os 
grupos. A energia de superfície inicial foi maior no grupo PDI (p <0,05), o que sugere uma maior 
hidrofilicidade de superfície. Os demais grupos exibiram valores de energia de superfície 
semelhantes (p >0,05). Após o processo corrosivo, a energia de superfície do PDI reduziu-se 
significativamente (p <0,05). As superfícies tratadas com PEO e jateamento promoveram altos 
valores de adsorção de albumina (p <0,05). Os grupos PEO, jateado e PDI aumentaram a adsorção de 
fibronectina (p <0,05). O grupo PEO mostrou os maiores valores de adsorção para adsorção de 
fibrinogênio (p <0,05). Assim, conclui-se que as superfícies tratadas com plasma, mostraram maior 





influenciou negativamente o comportamento eletroquímico do Ticp. A presença de Ca, P e Si afetou 
positivamente a adsorção de proteínas. Os tratamentos com plasma são promissores para implantes 
biomédicos. 
 











This study aimed to evaluate the role of treatment with plasma electrolytic oxidation (PEO) and glow 
discharge plasma (GDP) regarding to (i) the electrochemical behavior; (ii) the physical, chemical and 
mechanical properties and (iii) the protein adsorption of commercially-pure titanium (cp-Ti). 
Machined and sandblasted surfaces were used as controls. CpTi discs (15 mm × 2 mm) were divided 
into groups (n = 5) according to the type of surface treatment and electrolytic solution. For the 
electrochemical assay, standard tests were conducted in artificial saliva (pH 3.0; 6.5 and 9.0) for 
simulating the oral environment and body fluid solution (pH 7.4) to simulate blood plasma. 
Characterization tests were performed before and after the electrochemical assay using scanning 
electron microscopy (SEM), energy dispersive spectroscopy (EDS), X-ray photoelectron spectroscopy 
(XPS), atomic force microscopy (AFM), X-ray diffraction (XRD), perfilometry, Vicker’s microhardness 
and surface energy. The adsorption of albumin, fibronectin and fibrinogen was measured by the 
bicinchoninic acid method using bovine serum albumin as standard. Data were analyzed using 
analysis of variance and Bonferroni test (α=.05). Treatment with plasma showed better 
electrochemical behavior than controls, as greater polarization resistance (Rp) values and lower 
capacitance (Q) values were noted (p <.05). The artificial saliva at pH 3.0 showed the highest values 
of Q than machined and sandblasted surfaces (p <.05). SEM and AFM images showed a porous 
surface for PEO group and longitudinal grooves for GDP group. CaP-based compounds on the surface 
of PEO were noted via XPS while Si-based compound were noted for GDP surface. XRD showed 
crystalline structure the PEO group. PEO and sandblasting groups showed the highest roughness 
values (p <.05). The corrosion process did not change the surface roughness values. PEO and 
sandblasting treatments increased the Vickers hardness values when compared to other groups (p 
<.05). After the corrosion process, a reduction of hardness was noted for all groups. The surface 
energy of GDP group was the highest (p <.05), suggesting an increased of surface hydrophilicity. The 
other groups exhibited similar surface energy values (p> .05). After the corrosion process, GDP 
energy surface significantly reduced (p <.05). Greater albumin adsorption was observed for PEO and 
sandblasting surfaces (p <.05). PEO, sandblasting and GDP groups showed greater fibronectin 
adsorption (p <.05). PEO group showed the highest values for fibrinogen adsorption (p <.05). Based 
on the results, plasma treated samples were able to improve the electrochemical behavior of cpTi 
when compared to machined and sandblasting surfaces. Acidic saliva reduced the corrosion 
resistance of cpTi. The presence of Ca, P and Si ions positively affected the protein adsorption results. 
Plasma is a promising technique to treat biomedical implants. 
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O uso de implantes dentários osseointegráveis tem sido difundido para a reabilitação de 
pacientes parcial ou totalmente edêntulos (Schropp et al., 2014). O titânio comercialmente puro 
(Ticp) é utilizado atualmente, com alto índice de sucesso em grande número de sistemas de 
implantes (Bassi et al., 2013). O Ticp apresenta forte ligação com moléculas de água ou ar da 
atmosfera, o que promove a imediata formação da camada de óxido de titânio (TiO2) na superfície 
desse metal (Gupta et al., 2007). Esta propriedade fornece aos implantes a energia de superfície 
necessária para osseointegração, biocompatibilidade, resistência mecânica (Cortada et al., 2000; 
Mabboux et al., 2004; Schiff et al., 2002; Vieira et al., 2006) e resistência à corrosão (Souza et al. 
2015). 
Entretanto, estudos recentes mostraram que o titânio (Ti) pode se degradar quando em 
contato com substâncias químicas como ácido, flúor e saliva (Barão et al., 2012; Correa et al., 2009; 
Joska et al., 2010; Nikolopoulou, 2006; Vieira et al., 2006). O processo de corrosão pode afetar a 
biocompatibilidade e função mecânica dos implantes dentários e possivelmente levar à falha no 
tratamento (Nikolopoulou, 2006; Messer et al., 2010). A corrente elétrica anormal produzida durante 
o processo corrosivo pode converter o implante dentário em um eletrodo, e o impacto negativo para 
o tecido periimplantar, devido a corrente elétrica anormal, pode ser uma causa adicional para a falha 
dos implantes dentários. Os sinais elétricos alterados podem ainda afetar o desenvolvimento e o 
reparo ósseo, o que teria implicação direta no processo de osseointegração dos implantes (Gittens et 
al., 2011). Clinicamente, materiais de implantes dentários que apresentem maior resistência à 
corrosão podem contribuir com uma melhor interface de osseointegração do implante ao tecido 
ósseo (Huang et al., 2005; Kotsovilis et al., 2006; Sawase et al., 2007). 
No ambiente bucal, os implantes são expostos a vários fatores adversos de origem mecânica 
(mastigação), físico-química (saliva, flúor, pH e temperatura) e microbiológica (biofilme e seus 
metabólitos) o que pode ser considerado um complexo processo de degradação contínua (Nakagawa 
et al., 2002; Souza et al., 2013). A presença de eletrólitos na saliva pode criar mais danos ao induzir 
fendas de corrosão na interface implante/coroa (Nikolopoulou, 2006). O pH da saliva varia nas áreas 
ao redor dos implantes. Alimentos como o leite, seus derivados e castanhas podem alcalinizar o pH 
salivar (Murrell et al., 2010). Além disso, pacientes com uremia exibem maior concentração de ureia 
na cavidade bucal, o que pode implicar no aumento do pH salivar (Edgard et al., 2010) Entretanto, 
várias situações podem acidificar o pH salivar como infecções, determinados alimentos (alimentos 
açucarados, em conserva, azedos, frutas, sucos e refrigerantes – pH variando de 2,5 a 3,5), 
enxaguatórios bucais (Dong et al., 1999; Gregory-Head et al., 2000; Murrell et al., 2010), fumo, 




dentários (Correa et al., 2009; Nikolopoulou, 2006; Vieira et al., 2006). Barão et al. (2012) 
investigaram a influência de diferentes níveis de  pH da saliva (3; 6,5 e 9) sobre o comportamento 
corrosivo do Ticp e da liga Ti-6Al-4V. O pH da saliva afetou consideravelmente o comportamento 
corrosivo dos dois tipos de Ti. Em pH baixo, foi observada a aceleração de troca iônica entre Ti e 
saliva, e redução da resistência da superfície do Ti contra a corrosão e o comportamento corrosivo 
foi semelhante para o Ticp e a liga Ti-6Al-4V. 
Os produtos da corrosão podem induzir uma reação inflamatória que pode provocar a 
liberação de mediadores inflamatórios a partir de macrófagos, contribuindo no processo de 
reabsorção óssea (Nikolopoulou, 2006). Guindy et al. (2004) observaram a falha de implantes 
dentários de Ti após a osseointegração como consequência da corrosão (fendas de corrosão) na 
interface implante-coroa. O tecido ósseo coletado ao redor do implante mostrou incorporação de 
íons metálicos como resultado desse processo corrosivo. Devido a diminuição do fluxo de oxigênio e 
presença de metabólitos bacterianos, houve redução do pH na região da interface coroa/implante, o 
que tornou esta área mais susceptível ao processo corrosivo. Olmedo et al. (2010) relataram dois 
casos clínicos de lesões reacionais na mucosa periimplantar, o que indicava tratar-se de partículas de 
Ti liberadas para os tecidos adjacentes, suscitando na corrosão da superfície dos implantes 
osseointegrados. Estudos na mucosa periimplantar (Flatebo et al., 2011; Matthew et al., 1996; 
Olmedo et al., 2002; Olmedo et al., 2010; Olmedo et al., 2012) comprovaram a presença de 
partículas de Ti distribuídas na região periimplantar e em órgãos de metabolização como rim, fígado, 
baço e linfonodos próximos aos implantes ou não (Jacobs et al., 1998; Urban et al., 2000). Com o 
objetivo de acelerar o processo de osseointegração dos implantes, diversos métodos têm sido 
desenvolvidos para modificar a superfície do Ti, como o jateamento, tratamento ácido, anodização, 
ou recobrimentos com cálcio e fósforo (Hanawa, 2011). A camada de proteínas proveniente do 
plasma sanguíneo ou outra solução fisiológica, que é adsorvida na superfície do implante, media a 
interação com as células e determina a resposta celular ao biomaterial (Davies, 2003).  A alteração 
das propriedades físicas e químicas do Ti melhora a adsorção de proteínas e a adesão celular (Chang 
et al., 2013). Li et al. (2010) estudaram o efeito do tratamento com ácido hidrofluorídrico na 
ancoragem mecânica e osseointegração de implantes com superfície jateada. O ataque ácido após o 
jateamento melhorou a osseointegração e ancoragem mecânica do Ti. No entanto, o processo de 
jateamento afetou negativamente as propriedades mecânicas da superfície do Ti.  
Técnicas de modificação de superfície têm sido estudadas para se obter superfícies sem 
submeter o Ti a elevadas temperaturas, para que as propriedades físico químicas do metal não sejam 
alteradas. O tratamento de superfície denominado Oxidação por Plasma Eletrolítico (PEO) é uma 
técnica capaz de melhorar a bioatividade da superfície através da incorporação de espécies iônicas 




et al. 2014). Os revestimentos através da técnica de oxidação por plasma eletrolítico melhoram a 
resistência ao desgaste e à corrosão, promovendo proteção térmica e boa adesão interfacial com o Ti 
e suas ligas. (Rafieerad et al., 2015). O tratamento de superfície através do PEO promove não só a 
criação de microporos, como também o maior contato implante-osso, acelerando a formação óssea 
e a osseointegração (Souza et al., 2015).  
Outra técnica de tratamento de superfície estudada é a do Plasma por Descarga 
Incandescente (PDI) que pode ser definida como um gás com alto grau de ionização e partículas com 
carga que apresentam múltiplas interações, sendo macroscopicamente neutro, para modificar a 
superfície de biomateriais à temperatura ambiente e baixa pressão atmosférica (Aronsson et al., 
1997; Chang et al., 2013; Czarnowska et al., 2000; Sharma et al., 1991).  Este tratamento rompe as 
ligações covalentes na superfície do material, sendo realizado em uma mistura gasosa com elétrons 
de alta energia, íons, fótons de raios ultravioleta e de espécies reativas com energia neutras. 
Recentemente, tem sido utilizado para tratamento de superfície de Ti devido a ação de limpeza 
altamente eficiente e  propriedade de desinfecção/esterilização (Chang et al., 2013; Kibayashi et al., 
2005). O PDI além de ser um método eficaz e econômico, tem o atrativo de promover tratamento 
com profundidade limitada a poucos nanômetros da superfície, dessa maneira consegue-se modificar 
a superfície e ao mesmo tempo manter as propriedades de massa e função do metal. 
Adicionalmente, a temperatura do gás empregada na técnica pode permanecer tão baixa quanto a 
temperatura ambiente (Hauser et al., 2009; Bazaka et al., 2011). 
Pesquisas anteriores mostraram que esta técnica de PDI tem sido utilizada para a criação de 
uma série de grupos funcionais, aumentando a molhabilidade da superfície e aplicação de proteínas 
funcionais para as superfícies de Ti. Chang et al. (2013) utilizaram a tecnologia de PDI realizando 
incorporação de proteínas à superfície de Ti, incluindo a albumina, colágeno tipo I e fibronectina, 
para melhorar a biocompatibilidade da superfície do Ti. Sabe-se que a adesão das células ao 
substrato depende fortemente da fibronectina, uma vez que essa proteína é importante no processo 
do crescimento celular, migração e diferenciação. Como resultado do trabalho, o tratamento por PDI 
combinado com enxerto de fibronectina aumentou a hidrofilicidade e rugosidade da superfície dos 
discos de Ti, o que pode atribuir a afinidade de adesão celular, migração, proliferação e 
diferenciação. O PDI melhora o processo de osseointegração tanto in vitro quanto in vivo, 
aumentando o número de trabéculas ósseas ligadas ao implante (MacDonald et al., 2013; Rapuano et 
al., 2012).  
O aumento da molhabilidade pelos materiais de implantes pode melhorar a absorção de 
proteínas, aumentando a adesão e proliferação de osteoblastos (Arima & Iwata, 2007; Kilpadi et al., 
2001). Além disso, uma vez que as proteínas são absorvidas na superfície dos implantes, sítios de 




influencia nos eventos biológicos após a inserção do implante. Superfícies micro/nanoestruturadas 
aumentam a absorção de proteínas e consequente adesão de osteoblastos (Gao et al., 2009; Yun et 
al., 2010). 
O hexametildisiloxano (HMDSO) é um monômero organo-silício de interesse devido a sua 
alta taxa de deposição e a habilidade de controlar a estrutura e propriedade de filme formado na 
superfície pela variação das condições de deposição (Lee & Lee, 1998; Yoshinari et al., 2004). A 
incorporação de O2 durante o processo de deposição do HMDSO melhora as propriedades 
tribológicas do filme (Lopes et al., 2012). Este tratamento promove alterações na molhabilidade da 
superfície, propiciando alterações na adsorção de proteínas e no comportamento das células (Hao & 
Lawrence, 2004; Janocha et al., 2001), entretanto o efeito desse tratamento no processo corrosivo 
do Ti é limitado. Vargas et al. (1992) observaram que o tratamento com PDI com gás argônio reduziu 
a corrosão da superfície de implantes de Ti-6Al-4V após imersão em solução salina (pH 3) por 2 a 12 
semanas. A incorporação de nitrogênio por meio do PDI manteve as propriedades eletroquímicas das 
ligas Ti-6Al-4V e Ti-5Al-2.5Fe em solução de Hank (Bordji et al., 1996). 
Os tratamentos de superfícies, de modo geral, têm melhorado a resposta biológica e o 
processo de osseointegração dos implantes dentários quando comparados aos de superfícies 
usinadas (Albrektsson & Wennerberg, 2004). Porém, quando submetidos a esses tratamentos, o Ti e 
suas ligas podem sofrer mudanças em sua composição, o que pode aumentar potencialmente a 
liberação de íons para o meio biológico (Coelho et al., 2009). O acúmulo de íons metálicos nos 
tecidos periimplantares pode resultar em efeitos celulares e teciduais adversos (Eisenbarth et al., 
2004; Hanawa et al., 1992). A estabilidade eletroquímica da superfície dos implantes é importante 
para manutenção da saúde peri-implantar e longevidade do tratamento. Entretanto, o papel desses 
novos tratamentos de superfície no comportamento corrosivo do Ti é muito limitado. Sabe-se ainda 
que o uso do plasma para tratamento de superfície de biomateriais é considerado um “hot topic” nas 
áreas de engenharia de materiais e engenharia biomédica, possibilitando o desenvolvimento de 
materiais com maior biocompatibilidade e longevidade.  
Considerando-se que o papel dos diferentes tratamentos de superfície no comportamento 
corrosivo do Ti é discutível e sabendo-se que a maioria dos estudos realizados na área de corrosão 
são voltados à ortopedia médica e pouca atenção tem sido dada ao comportamento corrosivo do Ti 
no ambiente oral, os objetivos do presente estudo são (i) avaliar o papel dos tratamentos com 
plasma de oxidação eletrolítica e plasma descarga incandescente no comportamento eletroquímico 
do Ticp em saliva artificial (pHs 3,0, 6,5 e 9,0) e solução de fluido corpóreo; (ii) caracterizar as 
propriedades físicas, químicas e mecânicas dos tratamentos de superfície propostos e (iii) investigar a 




As hipóteses do presente estudo foram: (i) os tratamentos com plasma melhorariam a 
estabilidade eletroquímica e o meio ácido reduziria a resistência à corrosão do Ticp; (ii) os 
tratamentos propostos modificariam as propriedades físicas, químicas e mecânicas do Ticp; (iii) a 
adsorção de proteínas nas superfícies tratadas com PEO e PDI seria maior. 
Assim, os resultados desse estudo fornecem dados sobre o efeito de novos tratamentos de 
superfícies na estabilidade eletroquímica do Ticp na cavidade oral, o que poderá auxiliar no 
desenvolvimento de superfícies de implantes dentários com menor potencial corrosivo e 
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In this study, we tested the hypotheses that plasma electrolytic oxidation (PEO) and glow-discharge 
plasma (GDP) would improve the electrochemical, physical, chemical, and mechanical properties of 
commercially pure titanium (cpTi), and that blood protein adsorption on plasma-treated surfaces 
would increase. Machined and sandblasted surfaces were used as controls. Standard electrochemical 
tests were conducted in artificial saliva (pHs of 3.0, 6.5, and 9.0) and simulated body fluid. Surfaces 
were characterized by scanning electron microscopy, energy-dispersive spectroscopy, x-ray 
photoelectron spectroscopy, atomic force microscopy, x-ray diffraction, profilometry, Vickers 
microhardness, and surface energy. For biological assay, the adsorption of blood serum proteins (i.e., 
albumin, fibrinogen, and fibronectin) was tested. Higher values of polarization resistance and lower 
values of capacitance were noted for the PEO and GDP groups (p < 0.05). Acidic artificial saliva 
reduced the corrosion resistance of cpTi (p < 0.05). PEO and GDP treatments improved the surface 
properties by enrichment of the surface chemistry with bioactive elements and increased surface 
energy. PEO produced a porous oxide layer (5-µm thickness), while GDP created a very thin oxide 
layer (0.76-µm thickness). For the PEO group, we noted rutile and anatase crystalline structures that 
may be responsible for the corrosion barrier improvement and increased microhardness values. 
Plasma treatments were able to enhance the surface properties and electrochemical stability of 
titanium, while increasing protein adsorption levels. 
 
Key words: Electrochemistry, Corrosion, Electrochemical Impedance Spectroscopy, Titanium Dioxide, 










Dental implants have been widely used for the rehabilitation of partially or completely 
edentulous patients.1 Commercially pure titanium (cpTi) is mainly used because it has been shown to 
have a high success rate and clinical longevity in a large number of implant systems.2 The cpTi reacts 
with molecules of water or air from the atmosphere, which promotes immediate formation of a 
titanium oxide layer (TiO2) on the metal surface.
3 This property provides the surface energy required 
for implant osseointegration, biocompatibility, mechanical strength,4 and corrosion resistance.5 
In the oral environment, implants are exposed to various adverse factors of mechanical 
(mastication), chemical (saliva, fluoride, pH, and temperature), and microbiological (biofilm) origins, 
which can be considered a complex process of continuing degradation.6 Barao et al.7  investigated 
the influence of different pH levels of saliva (3, 6.5, and 9) on the corrosive behavior of cpTi and a Ti-
6Al-4V alloy. The acidic saliva significantly reduced the corrosion resistance of both Ti types. At low 
pH, titanium released more ions into the saliva, which reduced its corrosion resistance.7, 8 Corrosion 
products can induce an inflammatory reaction, which can cause the release of inflammatory 
mediators from macrophages, contributing to bone resorption.9 Studies in the peri-implant mucosa10 
confirmed the presence of Ti particles distributed in the peri-implant region and metabolic organs 
such as the kidney, liver, spleen, and lymph nodes both near to and far from the implant site.11 
For acceleration of the osseointegration process of dental implant surfaces, several methods 
have been developed to modify Ti surfaces, such as sandblasting, acid-etching, anodization, or 
calcium phosphate coatings.12 The modification of the physical and chemical properties of Ti surfaces 
facilitates the improvement of protein adsorption and cell adhesion.13 A layer of proteins that adsorb 
to the implant surface from plasma or other physiological fluids mediates the interaction with cells 
and determines the cellular response to the biomaterial.14 Changes in the surface topography and 
composition can affect the protein adsorption characteristics.15 Li et al.16 studied the effect of acid-




implants. The acid attack after blasting improved the osseointegration and mechanical stability of Ti. 
However, the blasting process caused the mechanical properties of the Ti surface to deteriorate.  
Surface modification techniques have been studied to obtain surfaces without subjecting Ti 
to treatments at elevated temperatures, preventing changes in the physical-chemical properties of 
the metal. The surface treatment designated Plasma Electrolytic Oxidation (PEO) is a technique 
capable of enhancing surface bioactivity by the incorporation of ionic species, such as calcium (Ca) 
and phosphorus (P) elements present in the bone.17 PEO coatings improved wear and corrosion 
resistance, promoted thermal protection, and showed good interfacial adhesion in Ti and its alloys.18 
Surfaces treated with PEO not only promoted the creation of micropores, but also accelerated bone 
formation, promoting osseointegration and improving implant-bone contact.19 Another surface 
treatment methodology that has been recently applied is called glow-discharge plasma (GDP), 
defined as a gas with a high degree of ionization and charged particles that have multiple 
interactions, being macroscopically neutral, to modify the surfaces of biomaterials at room 
temperature and low pressure.13 Besides being an efficient and economical method, GDP is attractive 
for promoting treatment with depth limited to a few nanometers of the surface. Therefore, it is 
possible to modify a surface while maintaining its mass properties and metal function.20 Additionally, 
the temperature of the gas used in this technique can remain as low as room temperature.21 This 
treatment causes changes in surface wetting, providing changes in protein adsorption and cell 
behavior.22 
In general, surface treatments have improved biological response and the osseointegration 
process of dental implants when compared with machined surfaces.23 However, when subjected to 
these treatments, Ti and its alloys may undergo changes in their composition, which can potentially 
increase the release of ions to the biological environment.24 The accumulation of metal ions in the 
peri-implant tissues may result in adverse cellular and tissue effects.25 The electrochemical stability 
of the implant surface is important for the maintenance of peri-implant health and the longevity of 




Aparicio et al.26 showed that the blasting particles of aluminum (Al) and silicon carbide (SiC) at the 
surface increased the corrosion resistance of cpTi. Conversely, Barranco et al.27 observed that the 
blasted surface of a Ti6Al4V alloy was highly reactive due to the impact of alumina particles on the 
substrate surface, exhibiting an increased susceptibility to corrosion. Similar results were obtained by 
Szesz et al.,28 wherein the blasting process with Al2O3 caused the electrochemical properties of cpTi 
to deteriorate. Zhou et al.29 found that deposition of hydroxyapatite (HA) by sputtering reduced the 
corrosive resistance of cpTi in Hanks’ solution. In a similar study, Coelho et al.24 concluded that HA 
deposition by sputtering does not alter the corrosive properties of the alloy Ti-6Al-4V. However, 
Kwok et al. 30 demonstrated that the HA coating made by electrophoretic deposition has increased 
corrosion resistance of the Ti-6Al-4V alloy when compared with that of an untreated surface. Vargas 
et al.31 found that treatment with argon gas GDP impaired the corrosion stability of a Ti-6Al-4V 
implant after immersion in saline solution (pH 3). The incorporation of nitrogen through the GDP 
maintained electrochemical properties of Ti-6Al-4V and Ti-5Al-2.5Fe alloys in Hanks’ solution.32 
 As observed, the role of different surface treatments in the corrosion behavior of Ti remains 
controversial. Additionally, most corrosion studies have focused on medical orthopedics implants, 
and little attention has been paid to the corrosion behavior of Ti in the oral environment. Therefore, 
the aims of this study were: (i) to evaluate the role of PEO and GDP treatments in the 
electrochemical behavior of cpTi in artificial saliva (pHs 3.0, 6.5, and 9.0) and simulated body fluid 
(SBF); (ii) to characterize the physical, chemical, and mechanical properties of the Ti coatings; and (iii) 









CpTi discs were randomly divided into four groups according to surface treatments: 
machined (control), sandblasted (control), PEO, and GDP. The electrochemical stability of such 
surfaces was tested in artificial saliva at different pHs (3.0, 6.5, and 9.0) and SBF. The following 
dependent variables were obtained: open circuit potential (OCP), polarization resistance (Rp), 
constant phase element (CPE), corrosion potential (Ecorr), corrosion current density (Icorr), and 
passivation current density (Ipass). Surfaces were characterized via scanning electron microscopy 
(SEM), energy-dispersive spectroscopy (EDS), x-ray photoelectron spectroscopy (XPS), atomic force 
microscopy (AFM), x-ray diffraction (XRD), profilometry, Vickers’ microhardness, and surface energy. 
For biological assay, the adsorption of blood serum proteins (i.e., albumin, fibrinogen, and 
fibronectin) was tested (Fig. 1). 
 
FIG. 1. Schematic diagram of the experimental design. 
B. Surface treatments 
CpTi discs (American Society for Testing and Materials—Grade II) (MacMaster Carr), 15 mm 
in diameter and 2 mm in thickness, were used. The chemical composition (in wt. %) of cpTi was Ti 
(99.7), O2 (0.16), N2 (0.004), C (0.006), H2 (0.0019), and Fe (0.12).
33 Discs were polished with 
sequential SiC grinding paper (#320, #400, and #600) (CarbiMet 2, Buehler) by means of an automatic 






1. Machined and sandblasted (control groups) 
In this study, two control groups were considered: a polished (machined) surface as 
described above and a sandblasted, large-grit, acid-etched surface (sandblasted). The second control 
group was used to compare the proposed surface treatment with a well-established surface 
treatment. 
For the sandblasted group, cpTi discs were sandblasted with 150 µm Al2O3 particles 
(Polidental Indústria Comércio Ltd) at 50 mm of distance and a 90° angle with pressure of 0.45 MPa 
for 30 s.34 Then, the discs were washed in an ultrasonic bath with distilled water for 15 min and dried 
at room temperature. Subsequently, disc surfaces were chemically treated with a solution containing 
0.1 mol/L of HCl and 8.8 mol/L of H2O2 at 80°C for 20 min, washed in distilled water, oven-dried at 
50°C for 12 h, heated with air at 400°C for 1 h, and cooled in an electric oven. Finally, they were 
washed in distilled water and vacuum-dried.35 
 
2. Plasma electrolytic oxidation (PEO)  
Prior to PEO treatment, the discs were washed and degreased with acetone, alcohol, and 
distilled water for 10 min in an ultrasonic bath and then air-dried. The PEO treatment has been 
previously described.36 Briefly, a pulsed DC power supply (Plasma Technology Ltd.) was used. A steel 
tank with a cooling system was used as the cathode, and the cpTi disc was used as the anode. The 
treatment was performed with an electrolytic solution that was prepared by the dissolution of 0.3 M 
of calcium acetate [Ca (CH3CO2)2] (Sigma–Aldrich) and 0.02 M of glycerophosphate disodium 
(C3H7Na2O6P) (Sigma–Aldrich) in distilled water. The voltage, frequency, and duty cycle were set at 
290 V, 250 Hz, and 60%, respectively. The treatment was conducted for 10 min, and the temperature 
of the electrolyte was maintained at 20oC. Afterwards, the cpTi discs were washed with deionized 





3. Glow-discharge plasma (GDP) 
The cpTi discs were ultrasonically washed and degreased in distilled water and detergent 
(Det limp 32, Chemco) for 15 min, rinsed in water, washed with acetone for 15 min, and then air-
dried. GDP treatment was performed inside a custom-made glass reactor fully described elsewhere.37 
Discs were sputter-cleaned for 600 s in a plasma atmosphere composed of 50% argon and 50% H2, at 
a total pressure of 1 x 10-2 Torr. The sputtering plasmas were produced by an application of radio 
frequency signal, RF, 13.56 MHz, 100W, to the sample holder during grinding of the topmost 
electrode. The depositions were performed during 1500 s in an atmosphere of 70% 
hexamethyldisiloxane (HDMSO), 15% O2, and 15% argon by the application of RF (13.56 MHz, 100 W) 
to the substrate holder. The background pressure and the working gas pressure were maintained at 
2.0 x 10-2 and 1.8 x 10-1 Torr, respectively. Then, a final plasma oxidation treatment was conducted 
for 300 s at an atmosphere of 100% O2 at 2 x 10
-2 Torr of background pressure and 9.5 x 10-2 Torr of 
working pressure. This entire process was performed twice per disc, resulting in multilayered films. 
 
C. Electrochemical test 
The tests were conducted in an electrochemical cell made of polysulfone. A potentiostat 
(Interface 1000, Gamry Inc.) was used for the corrosion measurements. All measurements were 
performed by a standardized method of three-electrode cells in accordance with the instructions of 
the American Society for Testing and Materials (ASTM) (G61-86 and G31-72). A saturated calomel 
electrode (SCE) was used as a reference electrode (RE), a graphite rod as the counterelectrode (CE), 
and the exposed surface of a cpTi disc as the working electrode (WE). The exposed area of cpTi was 
determined by AFM for all groups (machined = 2.04 cm², sandblasted = 2.59 cm², PEO = 2.08 cm², 
GDP = 1.82 cm²). Artificial saliva at different pHs (3.0, 6.5, and 9.0) and SBF (pH 7.4) were used as 
electrolyte solutions to mimic the oral environment and the blood plasma, respectively. The 
composition of artificial saliva (g/L) was KCl (0.4), NaCl (0.4), CaCl2 2H2O (0.906), NaH2PO4·2H2O 
(0.690), Na2S·9H2O (0.005), and urea (1).




acid (acid pH) or NaOH (basic pH) in an appropriate amount. The composition of the SBF (g/L) was 
NaCl (12.0045), NaHCO3 (0.5025), KCl (0.3360), K2HPO4 (0.2610), Na2SO4 (0.1065), 1M HCl (60 mL), 
CaCl2.2H2O (0.5520), and MgCl2.H2O (0.4575).
38 Tris was used to achieve a pH = 7.4. During the test, 
the electrolyte temperature was maintained at 37 ± 1°C. 
To standardize the oxide layer of the cpTi surfaces, a cathodic potential (-0.9 V vs. SCE) was 
applied for 10 min. The open circuit potential (OCP) was monitored for a period of 3600 s for 
evaluation of the free corrosion potential of the material in each electrolyte solution. After stable 
OCP values were reached, electrochemical impedance spectroscopy (EIS) was conducted at a 
frequency of 100 KHz to 5 mHz, with the AC curve in the range of ± 10 mV applied to the electrode as 
a corrosion potential so that we could observe the permeability of the electrolyte through the 
coating and evaluate the oxide passive layer.7, 33, 36, 39, 40 EIS data were used to determine the real (Z') 
and imaginary (Z") components of the impedance as plotted in Nyquist, Bode (|Z|) and phase angle. 
The EIS results were analyzed by means of Echem Analyst software (provided by Gamry Instruments) 
and fitted to an appropriate equivalent electrical circuit to quantify the corrosion kinetics and oxide 
film formations. Then, the specimens were polarized from -0.8 V to 1.8 V at a scan rate of 2 mV/s.36 
The corrosion data were obtained from potentiodynamic polarization curves. The Tafel extrapolation 
method (Echem Analyst Software, Gamry Instruments) was used to obtain the corrosion potential 
(Ecorr), corrosion current density (Icorr), and Tafel cathodic (bc) and anodic (ba) slopes. The passivation 
current density (Ipass) corresponds to the current value in the transition between the active and the 
passive regions expressed in the polarization curve. All tests were repeated at least five times to 
ensure reliability and reproducibility. 
 





1. Scanning electron microscopy (SEM) and energy-dispersive spectroscopy 
(EDS) analyses 
SEM was used to characterize the film morphologies and EDS was conducted to evaluate the 
chemical composition of treated surfaces. Elementary chemical analysis in small volumes (around 1 
μm3) was performed. The thicknesses of PEO and GDP films were also determined. For the PEO 
group, the disc was cut in half by means of a precision cutting system (Exakt Advanced Technologies) 
and embedded in polyester resin (Teclago). The cross-sectional area was then ground in SiC abrasive 
papers (from #320 to #1200) (Teclago) and mirror-finished with a polishing cloth (Teclago) and 
alumina suspension (Teclago). The cross-sectional area was viewed under SEM. For the GDP group, 
an adhesive taper (Kapton, 3M) covered half of a glass slide while film deposition and treatment 
cycles were conducted. The adhesive taper was then removed, and the step between the untreated 
and treated areas was measured by a profilometer (Dektak 150-d, Veeco) (2000-μm cutoff at a 
constant time of 15 s).  
 
2. X-ray photoelectron spectroscopy (XPS) analysis 
XPS analysis was also used to obtain the chemical composition of the oxide layers. The 
spectrometer (Vacuum Scientific Workshop, VSW HA100) with a hemispherical analyzer was 
operated in constant transmission mode, resulting in a line width of 1.6 eV for Au 4f7/2. The electron 
radiation for excitation was Al Kα, 1486.6 eV. Pressure less than 2 x 10-8 mbar was used during the 
measurements. Surface charging was corrected by fixing the C1s line at 284.6 eV.41 
 
3. Atomic force microscopy (AFM) 
 The 3D surface topography of different cpTi surfaces was analyzed by AFM (5500 AFM/SPM, 




areas of the cpTi surface were chosen for analysis. Image processing was performed with specific 
software (Gwyddion v 2.37; GNU General Public License).36 
 
4. X-ray diffraction (XRD) analysis 
The crystalline composition of the oxides formed on the modified surfaces was analyzed by 
means of an x-ray diffractometer (XRD; Panalytical, X’Pert3 Power). CuKα radiation (λ = 0.15418 nm) 
operating at 40 kV and 50 mA for a scan range of 2ɵ from 20° to 70° was used.42 
 
5. Profilometry (surface roughness) 
The surface roughness (Ra - arithmetic mean) was measured by means of a profilometer 
(Dektak 150-d, Veeco) with a 500-μm cutoff, at a constant time of 12 s. Three measurements were 
obtained for each cpTi disc and then averaged.43 
 
6. Vickers microhardness 
The Vickers microhardness of cpTi surfaces was calculated by means of a microhardness 
tester (Shimadzu HMV-2000 Micro Hardness Tester, Shimadzu Corporation) at room temperature (22 
± 2 °C). A 0.5 Kgf load was applied for 15 s, and the hardness was expressed in Vickers hardness units 
(VHN). The microhardness values were calculated according to the formula VHN 2P = sin (136°/2)/d2, 
where P = load applied and d = distance between the diagonals of the indentation.44 The test was 
repeated four times and at four points randomly distributed on the surface of each disc. The average 
of four replications corresponds to the value of VHN.  
 
7. Surface energy 
The analysis of the surface energy was measured according to the protocol suggested by 




determination of surface energy, the measurement of the contact angle between the disc surface 
and a sessile drop of diiodomethane (dispersive component) and deionized water (polar component) 
was conducted. This measurement was performed in three drops of each liquid at room temperature 
(21 ± 1°C) and controlled humidity. Each sessile drop (0.2 μL) was deposited onto the disc surface 
through an automatic dispenser coupled to the goniometer. The image obtained was immediately 
captured by the device, and the contact angle formed by the liquid on the substrate surface was 
automatically measured by the ramé-hart DROPimage Standard software (ramé-hart Instrument co.). 
The polar and dispersive components and the surface free energy were obtained.45 
 
E. Protein adsorption 
For an understanding of how the proteins present in blood serum interact with different 
surface treatments, adsorption of albumin, fibrinogen, or fibronectin (Sigma–Aldrich) was 
investigated separately. The discs were sterilized by gamma radiation (0.87 ± 0.05 kGy) prior to being 
tested. The discs were incubated in 24-well culture plates containing 100 μg/mL of albumin, 
fibrinogen, or fibronectin in phosphate-buffered saline (PBS) (Gibco, Life Technologies) under 
horizontal stirring (75 rpm) at 37°C. After 2 h of incubation, the protein solution was aspirated and 
the discs were washed three times in PBS for the removal of non-adherent proteins.46 The protein 
adsorption was measured by the bicinchoninic acid method (BCA Kit, Sigma–Aldrich) with bovine 
serum albumin as standard. The discs were transferred to cryogenic tubes containing 1 mL of PBS 
and were sonicated in a Cup Horn (5.5" cup, Q500, Qsonica) at an amplitude of 80% for 60 s. The 
discs were then vortexed for 60 s to remove the absorbed protein from the cpTi surface. The BCA kit 
quantifies only proteins in solution. In a microtiter plate of 96 wells, a 150-μL quantity of the 
sonicated suspension was added to 150 μL of a mixture with reagents A and B. The microplate was 
incubated at 60°C for 1 h, after which the absorbance of the solution was measured in a microplate 




the manufacturer's recommendation. Protein concentration was calculated based on a standard 
curve prepared with bovine serum albumin (0.5 to 30 μg/mL of protein). 
 
F. Statistical analyses 
Statistical analyses were performed with statistical software (SPSS v.20.0, SPSS Inc.). Two-
way ANOVA was used to evaluate the effects of surface treatment (factor 1) and electrolyte type 
(factor 2) on the electrochemical (Rp, CPE, Ecorr, Icorr, and Ipass), roughness, microhardness, and surface 
energy data. The influence of surface treatment on the adsorption of blood serum proteins was 
tested by one-way ANOVA. The Bonferroni test was used as a post hoc technique for multiple 
comparisons (α = 0.05). In this study, with five specimens per group, the observed power to detect a 
medium size effect (0.5, according to Cohen effect size statistics) for this study was > 0.8. 
 
III. RESULTS AND DISCUSSION  
 
1. Electrochemical stability of cpTi with different surface treatments  
1.1. Open circuit potential (OCP) 
Figure 2 shows the OCP evolution as a function of time for all groups in the different 
electrolyte solutions. The PEO group showed the most positive values of OCP (values ranging from -
75 to 250 mV vs. SCE) when compared with those of other groups: control (values ranging from -350 
to -175 mV vs. SCE), sandblasted (values ranging from -250 to 50 mV vs. SCE), and GDP (values 
ranging from -400 to -200 mV vs. SCE). These results may indicate improvement of the corrosion 
tendency of the PEO group (tending to noble electrochemical potential), since more positive OCP 
values show a better corrosion behavior. The positive potential values observed in the PEO group 
may be attributed to the presence of a thick coating and the formation of a stable oxide film36 that 





FIG. 2. Open circuit potential (OCP) diagrams for all groups immersed in solutions of artificial saliva  
(a) pH 3.0, (b) pH 6.5, (c) pH 9.0, and  (d) SBF at 37°C for 1 h. 
1.2. Electrochemical impedance spectroscopy (EIS) 
A Nyquist plot (real component - Zreal of impedance vs. imaginary component – Zimg of 
impedance) is represented in Fig. 3. An increase in the diameter of the semicircular loop indicates an 
improvement in film stability, and a decrease in the semicircular diameter loop indicates a reduction 
in passive film resistance.47 The machined and sandblasted groups showed a reduction in the 
semicircular diameter of the capacitance loop, regardless of the electrolyte type, which suggests a 
negative influence of these surface treatments on the electrochemical behavior of cpTi. The GDP 
group showed intermediate values. For the PEO group, a higher amplitude of the semicircular 




difference in magnitude was found between the controls and the experimental groups. Based on 
that, the Nyquist plots were magnified for better visualization. 
 
FIG. 3. Nyquist diagrams of EIS responses of control, sandblasted, PEO, and GDP groups 
immersed in artificial saliva (a-b) pH 3.0, (c-d) pH 6.5, (e-f) pH 9.0, and (g-h) SBF. Symbols 





The EIS results represented by the Bode plot (Fig. 4) showed that the PEO-treated surfaces 
exhibited the highest total impedance values (as can be seen in the y axis of each graph) in all 
different electrolytes. This behavior indicates an improvement of the electrochemical properties of 
the cpTi, since high impedance values at low frequencies suggest the formation of a highly stable 
oxide film on the substrate surface, which may lead to improved electrochemical stability. The 
presence of Ca and P in the PEO surface acts as a ceramic barrier that reduces the diffusion of ions 
from and to the cpTi surface.36 Contrasting behavior was observed in machined and sandblasted 
groups, which exhibited very low impedance values. Similar results were obtained by Barranco et 
al.,48 wherein machined and sandblasted Ti6Al4V alloy surfaces exhibited low impedance values. 
Regarding electrolyte solutions, in general, artificial saliva with pH 6.5 and 9.0 showed the highest 
total impedance values. 
 
FIG. 4. Impedance modulus of all surface treatments of cpTi immersed in artificial saliva (a) pH 3.0, 
(b) pH 6.5, (c) pH 9.0, and (d) SBF. Symbols represent experimental data and solid lines fitted data. 




Figure 5 shows the graphs of phase angles, wherein machined and sandblasted surfaces 
showed only one time constant, which indicates the formation of a compact oxide layer. Two time 
constants can be observed for the PEO group, which reveals the formation of an inner compact layer 
and an outer porous layer. The first time constant at high frequency indicates the dielectric property 
of the porous coating of PEO, and the second time constant at medium frequencies is the barrier 
layer.49 In the GDP group, three time constants can be noted, indicating a structure composed of a 
homogeneous and compact inner layer and two outer porous layers.50 Moreover, it is interesting to 
note that, at high frequencies, phase angles of the PEO and GDP groups showed high values (around 
80-90°), indicating an improvement of the electrochemical stability of cpTi when subjected to these 
treatments. 
 
FIG. 5. Phase angles of all surface treatments of cpTi immersed in artificial saliva (a) pH 3.0, (b) pH 6.5, 
(c) pH 9.0, and (d) SBF. Symbols represent experimental data and solid lines fitted data. 
Figure 6 shows the equivalent circuits used for simulation of the electrical parameters of the 




in agreement with the experimental data. For an understanding of the data impedance of machined 
and sandblasted surfaces, a simple electrical circuit was adopted, consisting of Rsol  (solution 
resistance), R1 (polarization resistance), and CPE (constant phase element). For  good fit and a 
minimized surface heterogeneity factor, capacitance was replaced by the CPE.51 For PEO-treated 
samples immersed in artificial saliva (pHs 3.0, 6.5, and 9.0), an equivalent circuit consisting of two 
pairs of elements was used, in which R1 represents the resistance of the pores, CPE1 the capacitance 
of the oxide layer, and R2 and CPE2 represent resistance to electrical charge transfer and the 
capacitance of the double layer of the substrate, respectively.52 For the GDP-treated surface and the 
PEO surface immersed in SBF, the electrical circuit used was composed of Rsol, R1, and CPE1, 
representing the resistance and capacitance of the oxide film formed on the surface, respectively. R2 
and CPE2 describe the electrochemical reactions occurring in the passive layer-metal interface, while 
R3 and CPE3 describe the ion diffusion phenomena in the oxide layer. The use of this circuit is 















FIG. 6. Equivalent circuits used to fit EIS data. Circuits used in the (a) machined and sandblasted 
groups, (b) PEO group, and (c) PEO group (immersed in SBF) and GDP group. 
 
The polarization resistance (Rp) and capacitance (CPE, represented as Q) data are shown in 
Table I. Total capacitance (Qtot) represents the capacity for ionic changes in the electrolytic medium 
and is inversely proportional to total polarization resistance (Rtot), which measures the capacity to 
resist those ionic changes.7 For most electrolyte conditions, machined and sandblasted groups 
showed the lowest values of Rtot and higher values for Qtot (p < 0.05). These findings are in agreement 
with the results obtained by Burnat et al.,53 wherein a Ti6Al4V alloy subjected to sandblasting 
showed lower corrosion stability than did the machined surface. According to Barranco et al.,27 the 
stability of the film formed on the sandblasted surface with aluminum oxide particles was severely 




the deformed surface, generated by the impact of the particles, resulted in breakdown of the oxide 
film formed on the surface, increasing susceptibility to corrosion and promoting the release of 
metallic ions. Moreover, Barranco et al.48 showed that the increase in capacitance of Ti subjected to 
sandblasting was due to an increased surface area available in the ratio of the greatest surface 
roughness presented by this group. In contrast, higher values of Rtot were noted for the PEO and GDP 
groups when compared with the other groups, wherein PEO, in artificial saliva at pH 6.5, presented 
the highest values (p < 0.05). The mechanism of corrosion protection of the PEO coating is 
determined by the diffusion of reacting species through the coating and resistance of the inner dense 
area of the coating next to the substrate.54 According to Vargas et al.,31 it can be hypothesized that 
GDP, by modifying the oxide layer in two stages — first removing contaminants rich in hydrocarbons 
and other elements and then promote a "smoothing" of the substrate surface, resulting in a cleaner 
and more uniform oxide layer — promotes the formation of a more stable passive film. Therefore, 
following a similar pattern, the lowest values for Qtot were found for the PEO group, followed by the 
GDP group (p < 0.05).  
Regarding the electrolytic solutions, acidic artificial saliva showed higher Qtot values for the 
machined and sandblasted groups (p < 0.05). This observation is in agreement with those of previous 
studies demonstrating that solutions with acid pH may cause dissolution of the oxide layer.54 
According to Barao et al.,7 acidic saliva accelerates the ion exchange between Ti and saliva, i.e., 
increases the capacitance values and reduces the corrosion resistance, which is in agreement with 
the present results. In contrast, the PEO and GDP groups were able to withstand the negative effect 
of the electrolyte (p > 0.05). Acidification of the saliva can unclog the pores of the external layer on 
the PEO surface; however, it may be speculated that denser coatings delay the penetration of ions 
into the substrate.54 The values of Rtot and Qtot represent the properties of the cpTi oxide layer.
7 
The n values show whether the CPE acted as an inductor, resistor, or capacitor. When n = −1, 
the CPE acted as an inductor, n = 0 as pure resistor, and n = 1 as an ideal capacitor. Based on our 




times induced by microscopic inhomogeneity at the electrode/electrolyte interface. For the PEO and 
GDP groups, the outer oxide layers exhibited lower n values, indicating the formation of a porous 
structure, which correlates with the proposed electrochemical circuits shown in Fig. 6. 
 
1.3. Potentiodynamic polarization curves 
It is clear that the PEO and GDP groups shifted the current density to lower values. The 
electrode potential was shifted to positive values when compared with those of controls. The PEO 
group presented the behavior of a ceramic- or polymer-like (electrochemically inert) surface, 
showing smooth and symmetric cathodic and anodic zones. The shift of the curves to the upper left 
area of the graph indicates a more passive character of the PEO- and GDP-treated samples in 
comparison with control groups (Fig. 7). Sandblasted surfaces showed lower electrochemical stability 
of the dynamic nature of the corrosion process, owing to the presence of current fluctuation and 





TABLE I. Means (and standard deviations) of electrical parameters obtained from the equivalent circuit models for all groups. 
 
Different lowercase letters indicate significant differences among surfaces in the same electrolyte solution. Different uppercase letters indicate significant 
differences among different electrolytes in the same surface (p < 0.05). 
 
 
R1 R2 R3 Rtot Q1 Q2 Q3 Qtot 
(MΩ·cm²) (MΩ·cm²) (MΩ·cm²) (MΩ·cm²)  (nΩ
-1 sn.cm-2)  (nΩ-1 sn.cm-2)  (nΩ-1 sn.cm-2)  (nΩ-1 sn.cm-2)
Machined AS pH 3.0 2.57 (0.43)  -  - 2.57 (0.43)
aA
37163.33 (3425.76) 0.94 (0.01)  -  -  -  - 37163.33 (3425.76)
 aA
1.69 (1.14)
AS pH 6.5 3.23 (0.85)  -  - 3.23 (0.85)
aA
31186.66 (2965.17) 0.95 (0.00)  -  -  -  - 31186.66 (2965.17)
aB
0.81 (0.15)
AS pH 9.0 1.39 (0.53)  -  - 1.39 (0.53)
aA
27780.00 (3095.72) 0.94 (0.01)  -  -  -  - 27780.00 (3095.72)
aB
1.36 (0.40) 
SBF 5.26 (2.51)  -  - 5.26 (2.51)
aA
29843.33 (946.27) 0.94 (0.01)  -  -  -  - 29843.33 (946.27)
aB
0.67 (0.34)
Sandblasting AS pH 3.0 1.65 (0.87)  -  - 1.65 (0.87)
aA
76580.00 (6463.69) 0.94 (0.00)  -  -  -  - 76580.00 (6463.69)
bA
0.10 (0.12)
AS pH 6.5 8.23 (2.87)  -  - 8.23 (2.87)
aA
57573.00 (8212.48) 0.94 (0.01)  -  -  -  - 57573.00 (8212.48)
bB
0.25 (0.13)
AS pH 9.0 3.17 (2.15)  -  - 3.17 (2.15)
aA
51150.00 (1456.81) 0.93 (0.01)  -  -  -  - 51150.00 (1456.81)
bC
0.59 (0.24)
SBF 20.25 (7.45)  -  - 20.25 (7.45)
aA
47193.31 (3961.39) 0.94 (0.01)  -  -  -  - 47193.30 (3961.39)
bC
0.33 (0.21)
PEO AS pH 3.0 16.05 (0.74) 821.05 (475.95)  - 837.10 (476.69)
bA
0.14 (0.01) 0.92 (0.02) 0.48 (0.01) 0.59 (0.04)  -  - 0.63 (0.01)
cA
2.14 (0.11)
AS pH 6.5 4.81 (1.59) 2486.53 (1496.13)  - 2491.35 (1494.91)
bB
0.09 (0.03) 0.94 (0.05) 0.25 (0.06) 0.61 (0.01)  -  - 0.34 (0.09)
cA
6.13 (1.49)
AS pH 9.0 9.57 (5.22) 809.93 (45.69)  - 819.51 (48.98)
bA
0.21 (0.05) 0.85 (0.02) 0.53 (0.11) 0.66 (0.05)  -  - 0.74 (0.08)
cA
5.17 (1.11)
SBF 1.59 (0.19) 121.20 (20.75) 676.56 (192.31) 799.35 (177.47)
bA
0.15 (0.06) 0.94 (0.01) 1.74 (0.18) 0.67 (0.03) 1.41 (0.88) 0.50 (0.04) 3.25 (1.12)
cA
3.76 (1.18)
GDP AS pH 3.0 0.08 (0.01) 202.53 (50.53) 9.31 (0.58) 211.92 (6.99)
cA
6.45 ( 0.33) 0.92 (0.05) 108.00 (32.90) 0.67 (0.04) 146.21 (80.32) 0.64 (0.08) 260.66 (49.73)
dA
0.41 (0.28)
AS pH 6.5 0.02 (0.00) 51.49 (7.66) 38.12 (2.57) 89.63 (9.81)
cA
5.90 (0.95) 0.64 (0.01) 233.53 (10.90) 0.49 (0.11) 290.21 (68.26) 0.48 (0.23) 529.64 (75.15)
dA
1.20 (0.24)
AS pH 9.0 0.05 (0.01) 70.90 (13.51) 196.23 (27.11) 267.18 (37.87)
cA
17.93 (6.36) 0.90 (0.04) 92.70 (5.05) 0.43 (0.06) 224.10 (8.79) 0.46 (0.22) 334.73 (17.78)
dA
2.01 (0.09)
SBF 0.00 (0.00) 11.15 (1.73) 10.06 (1.37) 21.21 (2.94)
aB










FIG. 7. Potentiodynamic polarization curves of all groups immersed in artificial saliva (a) pH 3.0, (b) 
pH 6.5, (c) pH 9.0, and (d) SBF. 
The electrochemical parameters Icorr, Ecorr, Ipass, and cathodic (bc) and anodic (ba) Tafel slopes 
can be seen in Table II. No Tafel linear region in the anodic slope (ba) was noted for machined and 
sandblasted groups. Therefore, the parameters were obtained through Tafel extrapolation based on 
the cathodic slope (bc). In general, groups treated with plasma (PEO and GDP) showed improved 
electrochemical behavior. Better performance in corrosion resistance was related to a more positive 
Ecorr.
55 PEO also exhibited the highest values of Ecorr and lower values of Ipass (p < 0.05), indicating 
nobler behavior as compared with that of other surfaces. Low Icorr values were noted for the PEO and 
GDP groups (p < 0.05). Furthermore, machined and sandblasted groups showed the largest Icorr 
values, suggesting unfavorable electrochemical properties. In addition, we noted that the 
sandblasted group did not have values for Ipass, since they could not be calculated due to current 




the greatest Icorr values in all analyzed surfaces (p < 0.05). These results are in agreement with Qtot 
and Rtot, where machined and sandblasted surfaces promoted the highest values for Qtot and the 
lowest values for Rtot, and acidic artificial saliva showed higher capacitance values for the machined 











































Different lowercase letters indicate significant differences between and among surfaces in the same electrolyte solution. Different uppercase letters indicate significant 
differences between and among different electrolytes in the same surface (p < 0.05). 
Groups Ecorr (V) vs. SCE Icorr (nA cm
-2
) ba (V dec
−1
)  - bc (V dec
−1
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 - 0.19 (0.02) 12823.33 (155.35)
aA
 
      




 - 0.21 (0.03) - 
 




 - 0.21 (0.02) - 
 




 - 0.15 (0.01) - 
 




 - 0.18 (0.01) - 




























 1.11 (0.11) 0.80 (0.09) 3.75 (2.15)
bA
 




















 0.82 (0.12) 0.39 (0.06) 324.97 (223.73)
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2. Surface characterization 
Figure 8 shows the SEM micrographs and chemical compositions of the cpTi surfaces, 
determined by EDS. The presence of pores with wide openings (volcanic appearance) on the surfaces 
treated with PEO was noted. These findings are similar to the results obtained in previous studies.36 
According to Zhu et al.,56 this event is associated with the effects of phosphorus and calcium on the 
development of the oxide film, due to the occurrence of sparks at the surface when the high voltage 
(over 265 V) is applied. In contrast, longitudinal grooves from the polishing process can be seen on 
the machined and GDP surfaces. Sandblasting with aluminum oxide promoted visible surface changes 
in cpTi, and crystals with standard sizes and shapes were noted. Regarding the chemical composition 
of the cpTi surfaces, we can see that the machined surface showed oxygen (O), carbon (C), and 
titanium (Ti) in its composition. Besides those elements mentioned above, peaks of aluminum (Al) 
were found on sandblasted surfaces due to the blasting process with 150 µm Al2O3 particles. The PEO 
group showed oxygen (O), titanium (Ti), carbon (C), calcium (Ca), and phosphorus (P) in its 
composition. The detection of calcium and phosphorus resulted from an electrolytic solution that 
was prepared by the dissolution of calcium acetate and of glycerophosphate disodium. The presence 
of Ca and P in the biofunctional film made the surface osteoconductive, stimulating bone growth and 
assisting in the rapid fixation of the implant.57 The GDP group showed peaks of oxygen (O), carbon 
(C), and silicon (Si). The presence of silicon on the surface can be explained by the fact that 
hexamethyldisiloxane breaks down into methyl groups and silica during film deposition.58 Active 
peroxide radicals are produced by O2 and can incorporate functional groups, for example, C-O and C-
OH, into the surface of the treated material.59 These elements play an essential role in reducing the 







FIG. 8. SEM micrographs and EDS spectra with the chemical elements present in the oxide layer 
of different surface treatments. 
The layer thicknesses produced by PEO and GDP can be seen in Fig. 9. In the PEO group, no 
cracks were observed on the film, and the layer thickness was approximately 5 µm, corroborating 
results from other studies.36 Furthermore, we observed that there was no discontinuity between the 
film and the substrate, and, along the cross-section, there was no apparent defect, suggesting good 




resistance.61 The graph allowed us to observe that the thickness of the oxide layer of the cpTi surface 
treated by GDP was 0.76 μm, which corroborates the findings of Hayakawa et al.58 
FIG. 9. Coating thickness. (a) Representative SEM micrograph of the oxide layer cross-section of the 
PEO group; (b) plot of film layer thickness of the group treated with GDP. 
 
Figure 10 shows the XPS analysis, which revealed the chemical composition of the outer 
oxide layer formed on the surface of cpTi. The XPS results for machined surfaces showed the 
presence of peaks relating to Ti and O. Sandblasted surfaces showed all the elements mentioned 
above, plus an Al peak. On the surface subjected to PEO treatment, peaks at binding energies 
corresponding to O, Ca, and P were also observed. The GDP surface showed the presence of peaks 
related to O, Si, and C. Peaks over a range of 457.7 eV (Ti 2p3/2) to 464.3 eV (Ti 2p1/2) were found 
for the Ti 2p spectrum, similar to those for machined, sandblasted, and PEO groups, suggesting the 
connection of Ti and O, forming TiO2. In O 1s spectra for the machined group, a peak at 529.5 eV was 
found to be related to O2- ions, which possibly form the TiO2 layer; in the sandblasted group, a peak 
centered at approximately 531.6 eV was found, which suggests that O2- ions may be bonded to Al+3 
ions to form Al2O3. Also, in relation to O 1s spectra, in the PEO group, the peak at 533.3 eV may be 
associated with P ions or CaP-based compounds, the 531.0 peak may be related to the sum of the 
contributions of TiO2 and Ca compounds,




compounds formed by the Si-O bond to form SiO2 on the surface treated with GDP.
58 For the band of 
Al 2p, a peak at 74.4 eV was observed for Ti subjected to sandblasting procedures, which indicates 
the formation of an Al2O3 compound.
61 With respect to Ca 2p bands, it was possible to observe peaks 
at approximately 346.7 to 350.3 eV (Ca 2p3/2) for the samples treated with PEO, which can be 
related to the formation of calcium phosphate compounds.63 Regarding P 2p spectra, peaks at a 
range of 132.8 eV to 133.3 eV could be observed, which suggest the presence of calcium phosphate 
compounds [CaHPO4 and/or Ca10 (PO4)6 (OH)2 (HA)].
63 The Ca2+ and PO4
3− ions react with OH− ions 
under high temperature in microdischarge channels to produce HA on the TiO2 matrix.
64 For the Si 2p 
band, a peak centered at approximately 102.8 eV was found in the GDP group, suggesting the 
presence of silicon oxide compounds formed by Si-O bonds.58 Regarding C 1s spectra, it was possible 
to observe peaks at 288.6, 286.5, and 284.6 eV, which could be related to saturated hydrocarbons.65 
  





Atomic force microscopy (Fig. 11) was used to provide two- and three-dimensional 
information on the topography of cpTi as a function of surface treatment. The surfaces were free of 
cracks, packed thick, and composed of visible beads. Machined and GDP surfaces presented 
longitudinal grooves resulting from the polishing process. The sandblasting process promoted the 
formation of deeper valleys and salient peaks, whereas treatment with PEO promoted the formation 
of pores in the surface. 
 





The phase composition of oxides formed on the cpTi surface was analyzed by XRD. In Fig. 12, 
the analysis revealed that the PEO was the only group to show crystalline structures in the oxide 
layer, with the presence of rutile and anatase peaks, which have tetragonal crystal structure and are 
bioactive and biocompatible for bone implants in biomedical applications.63 Anatase and rutile peaks 
adhere chemically to HA due to high bioactivity.66 In addition, a semiquantitative analysis indicated 
that the PEO-treated surface was composed of 60% anatase, 33% rutile, and 7% of amorphous Ti. 
The other groups showed oxide layers with an amorphous structure.  According to Durdu et al.,67 
early in the PEO treatment process, hydroxyl ions (OH−) and Ti ions (Ti4+) react with each other to 
form anatase (TiO2) and rutile (TiO2) phases in the microdischarge channels. Anatase begins to form 
in the first minutes and then transforms into rutile with increasing duration time. Anatase forms 
earlier than rutile because the temperature in the microdischarge channels at low-duration times is 
lower than that at high-duration times, explaining why larger percentages of anatase to rutile were 
found in the present study. The presence of rutile may also explain the better corrosion behavior of 
the PEO group.36 
 




Figure 13 shows the average Ra of cpTi subjected to different surface treatments before and 
after the electrochemical process. Surface treatments such as PEO and sandblasting increased the 
values of surface roughness of cpTi, and the highest Ra values were found for the sandblasted group 
(p < 0.05). It has been reported in the literature that surface roughness improves the 
osseointegration process when compared with smooth Ti.68 The machined and GDP groups exhibited 
the lowest values of Ra and showed no statistically significant difference between them. The 
corrosion process, in general, did not affect the roughness characteristics of the material in any of 
the electrolyte solutions. 
 
FIG. 13. Average roughness (Ra) and standard deviation for all surface treatments at baseline and 
after immersion in different artificial saliva solutions (pH 3.0, 6.5, and 9) and SBF. Different letters 
indicate significant differences within the electrolyte solution (p < 0.05). 
The Vickers microhardness data are represented in Fig. 14. Treatment with PEO and 
sandblasting increased Vickers hardness values of cpTi when compared with the other groups (p < 




increased surface hardness in the PEO group may be attributed to the presence of rutile.70 Coatings 
containing aluminum oxide improved the hardness properties of cpTi.71  After the corrosion process, 
the Vickers hardness of all groups tended to reduce, and this trend was most pronounced in the PEO 
and sandblasted groups. However, even after the corrosion process, the hardness of the PEO and 
sandblasted groups tended to be higher than that observed in the machined and GDP groups. It can 
be speculated that the corrosion process degrades the most external oxide layer. For clinical 
applications, the increase of surface hardness by surface treatment could be recommended, because 
it increases the resistance of the material, contributing to the longevity of the implant.69  
 
FIG. 14. Mean and standard deviation of Vickers microhardness (VHN) for all surface treatments at 
baseline and after immersion in different artificial saliva solutions (pH 3.0, 6.5, and 9) and SBF. 
Letters indicate significant differences among the surfaces in the same electrolyte solution (p < 0.05). 
* Significant differences between electrolyte solution and baseline within the surface type (p < 0.05). 
Wettability and surface energy play an extremely important role in protein adsorption and, 
consequently, in osseointegration.72 Materials that have a higher surface energy show greater 




the implant is inserted into the bone, a cascade of reactions occurs in the implant surface, and the 
first biological event is protein adsorption.74 All these processes will be reflected in osseointegration, 
since the protein adsorption media interact between the substrate and the cell surface.75 The 
wettability of the surface was analyzed by measurement of the contact angle. The surface energy 
data are shown in Fig. 15. The initial surface energy was higher in the group subjected to the GDP 
treatment (p < 0.05), suggesting higher hydrophilicity on the surface. The other groups had similar 
surface energy (p > 0.05). After the corrosion process, a significant reduction in the surface energy in 
the GDP group was noted in all electrolytes. In the machined, sandblasted, and PEO groups, the 
surface energy of cpTi tended to remain stable. It is possible that the corrosion process degraded the 
outer (hydrophilic) layer, exposing the organosilicone (hydrophobic) layer, which explains the 
reduction of surface energy for the GDP group after corrosion. 
 
FIG. 15. Mean and standard deviation of surface energy (nM/m) for all surface treatments at baseline 
and after immersion in different artificial saliva solutions (pH 3.0, 6.5, and 9) and SBF. Letters indicate 
significant differences among the surfaces in the same electrolyte solution (p < 0.05). *Significant 




3. Blood serum protein adsorption 
The results of adsorption of albumin, fibrinogen, and fibronectin as a function of the different 
surface treatments are represented in Fig. 16. For albumin, the PEO and sandblasted groups 
promoted greater protein adsorption (p < 0.05) and showed no statistically significant difference 
from each other (p > 0.05). For fibronectin adsorption, the PEO, sandblasted, and GDP groups 
showed greater protein adsorption (p < 0.05). According to Han et al.,76 a conformational change in 
the fibronectin molecule may explain an increased adsorption in the GDP surface. Regarding the 
adsorption of fibrinogen, the PEO group presented the highest adsorption, followed by the 
sandblasted and GDP groups, which were similar. Yang et al.77 showed that fibrinogen adsorption 
was higher on surfaces containing HA when compared with amorphous surfaces (TiO2). The 
adsorption of fibrinogen is mediated by electrostatic interactions between the negatively charged 
TiO2 and positively charged αC and is reversible.
78 Moreover, fibrinogen adsorption on HA is more 
effective because the positive Ca2+ ions and PO4
3− ions available significantly increase the chances of 
fibrinogen interaction with the HA surface.79 The binding of fibrinogen and HA can be caused by non-
specific attractions between functional groups of the protein, positively charged, and hydroxyl 
groups of HA or through specific attractions between carboxyl groups of the protein, negatively 
charged, and Ca2+ ions present in the HA.77 Therefore, these factors may explain the increased 
fibrinogen adsorption on surfaces treated with PEO, since CaP coatings provide more binding sites for 





FIG. 16. Albumin, fibrinogen, and fibronectin adsorption as a function of different surface treatments 
of cpTi. Different letters indicate significant differences within the same protein (p < 0.05). 
IV. CONCLUSIONS 
 In the present study, the successful synthesis of biofunctional Ti surfaces by plasma 
electrolytic oxidation and glow-discharge plasma has been demonstrated. Based on the results, 
plasma-treated samples were able to improve the electrochemical behavior of cpTi when compared 
with untreated and sandblasted surfaces. Regarding electrolyte solutions, acidic saliva reduced the 
corrosion resistance of cpTi. The presence of pores (volcanic appearance) on surfaces treated with 
PEO was noted through SEM and AFM. On PEO surfaces, no cracks were observed on the film, and 
the layer thickness was approximately 5 µm. A thin oxide layer of 0.76 μm was formed on cpTi 
surfaces treated with GDP. A crystalline structure in the oxide layer was found in the PEO group, with 
the presence of rutile and anatase peaks. The presence of Ca and P ions positively affected the 
adsorption of albumin, fibrinogen, and fibronectin, especially fibrinogen adsorption, by providing a 
greater number of binding sites for proteins. The sandblasted surfaces also showed great protein 
adsorption due to the high surface roughness. Therefore, future studies are suggested to assess the 




wear and corrosion (i.e., tribocorrosion) is also warranted for an understanding of the degradation 
mechanisms of such coatings when used for implant applications. In addition, clinical trials are 
needed to evaluate the longevity of the implants with proposed surface treatments, specifically in 
dental and orthopedic applications. 
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No presente estudo, a síntese bem-sucedida de superfícies biofuncionais utilizando oxidação 
por plasma eletrolítico e plasma por descarga incandescente foi demonstrada. De acordo com nossos 
resultados, as superfícies tratadas com plasma foram capazes de melhorar o comportamento 
eletroquímico do Ticp quando comparadas às superfícies polidas e jateadas. Com relação às soluções 
eletrolíticas, a saliva artificial ácida reduziu a resistência à corrosão do Ticp. A presença de poros 
(aparência de vulcão) na superfície tratada com PEO foi notada através das imagens obtidas por MEV 
e AFM. Na superfície modificada por PEO não foi observada descontinuidade do filme e a camada de 
óxido formada apresentou espessura de aproximadamente 5 µm. Na superfície de Ticp tratada com 
PDI, foi formado um filme fino de 0,76 µm. O grupo do PEO mostrou a formação de estrutura 
cristalina na camada de óxido, com a presença de picos de rutilo e anatase. A presença de íons de Ca 
e P afetaram positivamente os resultados de adsorção de proteínas, principalmente de fibrinogênio, 
pois promoveu um maior número de sítios de ligação disponíveis para proteína. A superfície jateada 
também mostrou ótima adsorção de proteínas devido sua alta rugosidade de superfície. Dessa 
forma, são sugeridos estudos futuros para avaliar a interação de células e formação de osso sobre as 
superfícies tratadas com plasma e ainda, investigar o comportamento desses tratamentos quanto ao 
desgaste e corrosão (tribocorrosão) para entender o mecanismo de degradação no corpo humano.  
Além disso, estudos clínicos são necessários para avaliar a longevidade dos tratamentos propostos 
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